Early left ventricular lead dislodgement related to hyperpnea respiration.
Left ventricular lead dislodgement remained a problem for cardiac resynchronization therapy and is one of the major causes of repeated procedures. We report a 30-year-old lady with possible left ventricular lead dislodgement related to hyperpnea respiration.